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Abstract 

Background: High order modulation and demodulation technology can solve the 
frequency requirement between the wireless energy transmission and data communi-
cation. In order to achieve reliable wireless data communication based on high order 
modulation technology for visual prosthesis, this work proposed a Reed–Solomon (RS) 
error correcting code (ECC) circuit on the basis of differential amplitude and phase shift 
keying (DAPSK) soft demodulation. Firstly, recognizing the weakness of the traditional 
DAPSK soft demodulation algorithm based on division that is complex for hardware 
implementation, an improved phase soft demodulation algorithm for visual prosthesis 
to reduce the hardware complexity is put forward. Based on this new algorithm, an 
improved RS soft decoding method is hence proposed. In this new decoding method, 
the combination of Chase algorithm and hard decoding algorithms is used to achieve 
soft decoding. In order to meet the requirements of implantable visual prosthesis, the 
method to calculate reliability of symbol-level based on multiplication of bit reliability is 
derived, which reduces the testing vectors number of Chase algorithm. The proposed 
algorithms are verified by MATLAB simulation and FPGA experimental results. During 
MATLAB simulation, the biological channel attenuation property model is added into the 
ECC circuit.

Results: The data rate is 8 Mbps in the MATLAB simulation and FPGA experiments. 
MATLAB simulation results show that the improved phase soft demodulation algorithm 
proposed in this paper saves hardware resources without losing bit error rate (BER) per-
formance. Compared with the traditional demodulation circuit, the coding gain of the 
ECC circuit has been improved by about 3 dB under the same BER of 10−6. The FPGA 
experimental results show that under the condition of data demodulation error with 
wireless coils 3 cm away, the system can correct it. The greater the distance, the higher 
the BER. Then we use a bit error rate analyzer to measure BER of the demodulation 
circuit and the RS ECC circuit with different distance of two coils. And the experimental 
results show that the RS ECC circuit has about an order of magnitude lower BER than 
the demodulation circuit when under the same coils distance. Therefore, the RS ECC 
circuit has more higher reliability of the communication in the system.

Conclusions: The improved phase soft demodulation algorithm and soft decoding 
algorithm proposed in this paper enables data communication that is more reliable 
than other demodulation system, which also provide a significant reference for further 
study to the visual prosthesis system.
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Fig. 1 Schematic of visual prosthesis. This  figure is a block diagram of the visual prosthesis system, including 
the external one and the implanted one

Background
Visual prosthesis is usually composed of external and internal parts, as illustrated in 
Fig. 1. Since we study the communication error performance in vitro and vivo, the mod-
ulation, biological channel and demodulation modules are the significant parts that we 
concentrate on in this paper.

High-performance implantable biomedical microsystems mostly take advantage of a 
wireless interface to communication between the implanted modules to the external con-
troller. Current-generation cortical (and retinal) visual prostheses are being researched to 
transfer energy and data with wireless way. The maximum carrier frequency for biomedi-
cal implants is limited to a few tens of megahertz due to the self-resonance frequency of 
the coupled coils, the energy loss in the transmission circuit, and energy dissipation in the 
tissue [1–4]. The significant consideration of the frequency limitation for wireless power 
transfer comes from the absorption of electromagnetic energy by tissues, which increases 
exponentially with frequency [5]. However, data transmission requires a data frequency 
high enough to stimulate electrodes so that the information can be received in real-time 
without distortion. So the trade-off of carrier frequency requirement is obvious between 
the power transmission and the data communication [6, 7]. Some scholars adopt two pairs 
of coils to transfer energy and data with their own frequency respectively, but this way 
will increase the area of the circuit [8]. In order to reduce the secondary implant volume, 
some researchers put forward two orthogonal coils assembly structure for energy and data 
transmission respectively, but there is the mutual interference between coils assembly [9].

Considering the safety of the implantable devices, we adopt a pair of coils to transfer 
date and energy with the same carrier frequency. Thus it is important to select an appro-
priate digital modulation and demodulation schemes and a suitable carrier frequency to 
meet the requirements of energy efficient and data rate. Since the energy transmission 
must adopt low carrier frequency, data transmission requires a high carrier frequency. 
With high order modulation and demodulation, a lower frequency of carrier can achieve 
a high rate of data transmission. Then a trade-off can be made between the energy trans-
mission and the data communication in visual prosthesis system [10–12].
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Nevertheless, When the data rate is high enough, it will appear some error bits. In 
order to achieve the reliability of the data communication, ECC circuit is needed. Litera-
ture [1] used Hamming code, but only one-bit error that occurs in the 24-bit unit can be 
corrected. Therefore, ECC methods for visual prosthesis are studied in this paper and RS 
code is selected. On one hand, RS code is a non-binary coding system that fits high order 
modulation and demodulation. What’s more, as a widely used coding system in wireless 
communication, the error correction ability of RS code is strong, both the random errors 
and burst errors can be corrected effectively. On the other hand, soft demodulation and 
soft decode can further improve the quality of communication [1, 13–16]. Hence RS 
code and DAPSK soft modulation and demodulation are combined to improve the reli-
ability of the visual prosthesis system communication in this paper. Meanwhile, the algo-
rithms are modified so to simplify hardware implementation.

Methods
Modulation parameters selection for visual prosthesis

As mentioned above, in this work data and energy would be transmitted using single pair 
of coils with the same carrier frequency. In order to meet the requirements of energy 
efficiency, the carrier frequency should not be too high to be absorbed by the tissues, 
and according to [17] 2 MHz is selected for the carrier frequency in our scheme. And 
to obtain high data rate at the same time, we take 16DAPSK method as a sample of high 
order data modulation in this work, which composed of 2DASK and 8DPSK, each sym-
bol of modulated signal contains 4-bit information. At a symbol rate of 2 MHz, the data 
rate is 8 Mbps. Compared with the traditional methods like BPSK (binary phase shift 
keying) and ASK (amplitude shift keying), this way can improve the data rate at least 
four times higher, and what’s more, the data and energy can be transmitted with single 
pair of coils. Meanwhile, in terms of the experiment we did before, with the distance of 
2 cm between the primary coil and the secondary coil, the fresh pigskin on the day to 
encircle the secondary coil to imitate the tissue of eyes. Then using a spectrum analyzer, 
we concluded that the transfer efficiency is 77% with a transmitting terminal power of 
285 mW and a receiving terminal power of 219 mW in 16DAPSK circuit [14].

Demodulation principle

Each symbol consists of 4 bits in 16DAPSK, that is Si = {A,B,C ,D}. The A is used for 
amplitude modulation. BCD is used for phase modulation. So soft demodulation is car-
ried out bit by bit, the A, B, C and D.

Soft demodulation of 16DAPSK [18]

Soft output of differential amplitude The A (differential amplitude) can be obtained by 
γi,k. The γi,k distributing in the 1/a, 1, a. That is near the 0.5, 1, 2 when a = 2. The soft 
output is transforming γi,k as following:

After the transformation, γi,k will distribute in the −1, 1, −1. If D3 is less than 0, the 
value of A is judged to be 1; Else, A is judged to be 0. The absolute value of D3 is the size 

(1)If γi,k < 1, D3 = 4γi,k − 3: Else D3 = −2γi,k + 3
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of the reliability that A is judged to be 0 or 1. Therefore, the D3 is taken as the soft out-
put of the differential amplitude.

Phase soft demodulation Figure 2a is the signal space diagram of phase coded for BCD 
three bits. When the BCD takes 001, the differential phase �φi,k is 2π/8.

Rotate the received differential complex vector counterclockwise π/8 as shown in 
Fig. 2b. It can be seen that D is symmetrical to both X and Y axis, soft demodulation out-
put of the first path can be obtained by the following formula:

The soft output of second bit C is:

After rotating the received differential complex vector clockwise 3π/8, the soft output of 
third bit B can be got as following:

Improved phase soft demodulation

As above, the phase soft demodulation involves argument arithmetic and division opera-
tion of trigonometric. The hardware implementation that supports these operations 
is complex. Therefore, the above method is improved in this paper for a more feasible 
hardware solution. According to the signal space shown in Fig. 2, soft demodulation can 
be done bit by bit as following:

If D0 is less than 0, the value of D will be 1; else D is judged to be 0. The absolute value of 
D0 is the size of the reliability for D0 is judged to be 0 or 1.
D1 the second bit soft output of the demodulator can be obtained as the following: 

The C is symmetry about X axis, because the triangle function cos value in the first 

(2)Di,k ,0 = −π/8 arg[| cos(�φi,k + π/8)| + j| sin(�φi,k + π/8)|] + 2

(3)Di,k ,1 = cos(�φi,k + π/8)/ cos(3π/8)

(4)Di,k ,2 = cos(�φi,k − 3π/8)/ cos(3π/8)

(5)If | cos(�φi,k)| > 0.707, D0 = 3.4| cos(�φi,k)| − 2.4

(6)If | cos(�φi,k)| < 0.707, D0 = 1.4| cos(�φi,k)| − 1

Fig. 2 Signal space. a The signal space diagram of phase coded for BCD three bits; b rotate the received dif-
ferential complex vector counterclockwise π/8
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and fourth quadrant is positive, and in the second and third quadrant is negative, so 
D1 = cos(�φi,k) can be used as the second soft output.
D2 the third bit soft output of the demodulator can be determined as the follow-

ing: It can be seen that B is 0 in the first half circle, and in the second half it is 1, so 
D2 = sin(�φi,k) can be used as the third soft output.

In the improved algorithm, the soft output reliability size of differential phase is from 
0 to 1, which is consistent with the soft output of the differential amplitude. This is the 
foundation of the accuracy of reliability sorting. What’s more, it directly uses cos(�φi,k) 
and sin(�φi,k) as soft demodulation output without increasing additional circuit, to sim-
plify the implementation circuit and save resources.

RS decoding

Improved calculation of symbol level reliability

The fast RS soft decoding based on symbol level is adopted, and using the low reliability 
symbols to generate the test vectors in this paper. So it is necessary to compute the relia-
bility of symbols. But not all the low reliability symbols are error symbols, thus selecting 
the appropriate symbol reliability algorithm to improve the accuracy of symbol reliabil-
ity is especially important [19, 20].

For RS (15,9) error correcting codes in BPSK modulation and demodulation, each 
symbol consists of 4 bits, that is Ri = {A,B,C ,D}, and the modulation and demodulation 
method for each bit is uniform, so the minimum reliability of 4 bits can be used as the 
symbol reliability, that is Li = min{|A|, |B|, |C|, |D|}.

However, in 16DAPSK, soft demodulation is bit by bit. Five different symbol reliability 
algorithms are constructed in this paper, such as 4  bits reliability addition algorithm, mini-
mum bit reliability algorithm, multiplication of bit reliability algorithm, amplitude reliabil-
ity algorithm, and phase reliability algorithm. The formulas are listed as following:

If the transmitted symbol is C = {C14,C13, . . . ,C1,C0}, the symbols demodulator received 
is H = {H14,H13, . . . ,H1,H0} by hard decision in a certain Eb/No(bit signal to noise ratio). 
Assuming that the subscript of the three symbols with smallest reliability respectively are 
m0, m1, and m2. If the total error bit number on an encoding word (Hi �= Ci is an error 
symbol) is N, and N3 is the number of Hm0 �= Cm0, Hm1 �= Cm1, Hm2 �= Cm2. So, N3/N 
is the representation of the reliability accuracy. That means closer to 1 the N3/N is, the 
higher accuracy of the reliability will be. From the simulation of the five symbol reliability 
algorithms, the multiplication of bit reliability algorithm is selected finally.

(7)Li = |A| + |B| + |C| + |D|

(8)Li = min{|A|, |B|, |C|, |D|}

(9)Li = |A| ∗ |B| ∗ |C| ∗ |D|

(10)Li = |A|

(11)Li = |B| + |C| + |D|
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The generation of test vector

Chase algorithm (a class of iterative decoding algorithm proposed by Chase in 1972) 
establishes test vectors according to the symbol reliability of received vector, test vectors 
generates candidate set of codes after the hard decoder, from the candidate codes the 
optimal code will be selected as the decoding output [21, 22].

For binary code: choose ⌊dmin/2⌋ symbols with minimum reliability to establish test 
vectors. One symbol is 1 bit. So test vectors number is 2dmin/2 in total.

For RS (15,9), dmin/2 = 3, each symbol has 4  bits, so the number of test vector is 163 . 
But the complexity of hardware circuit increases with the number of possible vectors. To 
meet the requirements of the implantable visual prosthesis, two  bits of a symbol with 
low reliability are used to generate test vectors. So test vectors number is 43 = 64, lead-
ing to the reduced complexity of the circuit which is more suitable for implantation.

Results
MATLAB modeling and simulation

Figure 3 is a block diagram of the ECC circuit, mainly include a pseudo-random binary 
sequence generation module, a RS encoding module, a modulation module, a demodula-
tion module, a RS decoding module, a channel module and an error statistics module.

The two curves on Fig. 4 are the BER under different Eb/No of the phase soft demodu-
lation algorithm and the improved phase soft demodulation algorithm of the demodu-
lation scheme respectively. There is no argument arithmetic and division operation of 
trigonometric in the later one. It can be seen that when Eb/No is lower than 23 dB the 
two algorithms possess similar BER. But for Eb/No above 23  dB, the improved phase 
soft demodulation algorithm can achieve lower BER. As a result, the improved phase 
soft demodulation algorithm can reduce the hardware resources without loss of BER 
performance.

Figure 5 is the simulation result of symbol level reliability with five different methods 
mentioned above. It can be seen that the marked error symbol by reliability is not the 
actual error symbol under low Eb/No. With the improvement of Eb/No, the accuracy of 
reliability is also improved and ultimately the accuracy reaches to 1, which means finally 
all the marked error symbols are error symbols. From the figure, it is also observed that 
the method of bit multiplication reliability calculation has the highest accuracy. There-
fore, the multiplication of bit reliability method with high accuracy is adopted in this 
paper.

Fig. 3 Block diagram of the ECC circuit, which consists of seven parts
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Two curves on Fig. 6 are the BER of the demodulation signal and the error correcting 
output signal respectively. Considering the signal transmission in the biological chan-
nel with attenuation, in our previous work we built and analyzed the heterogeneous 
biological channel model. According to the analysis and experimental results, when 
the electromagnetic wave goes through the heterogeneous channel with 1  mm skin, 
4  mm fat, 13  mm muscle, the attenuation would be 17%. This characteristics model 

Fig. 4 The error performance comparison of the two phase soft demodulation algorithms. This figure is 
the BER simulation result of the original  phase soft demodulation algorithm and the improved phase soft 
demodulation algorithm under different Eb/No

Fig. 5 The simulation result of symbol level reliability with five different methods
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is added to the RS ECC circuit for visual prosthesis. The MATLAB simulation results 
show that when the Eb/No is more than 18  dB, the BER gap is gradually increasing 
between demodulation signal and ECC signal, it reached an order of magnitude when 
Eb/No is about 21 dB. Under the same BER of 10−6, the coding gain improved by about 
3 dB.

Experimental verification

The design is verified by the wireless data transmission processing experiment platform, 
set up by our project team as shown in Fig. 7. The experimental platform is composed of 
the power and data transceiver coils and the secondary coil is encircled by the fresh pig-
skin to imitate the tissue of eyes, the Altera Stratix IV GX series of EP4SGX530KH40C2 
development board, a high-speed AD/DA transfer card and a bit error rate analyzer is 

Fig. 6 The error performance comparison of the demodulation circuit and the RS ECC circuit. This figure is 
the BER simulation result of the demodulation signal and the error correcting output signal when compared 
with the signal source respectively

Fig. 7 Verification platform. This figure is the wireless data transmission processing experiment platform
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also added. And we use PRBS15 generated by the bit error rate Analyzer in our experi-
ments. The effect of the coils coupling can reach at most 88.01% [23].

In the experiment, the input signal is processed by coding circuit and DAPSK mod-
ulation circuit. And then the modulated digital signal is converted to analog signal by 
the AD/DA card. The sampling frequency is 16  MHz and the bit width is 14, then it 
is sent out by primary coil. The signal received by the receiving coil is then converted 
into 14 bits digital signal. The digital signal eventually enters the FPGA for demodulating 
and decoding. The demodulation system shows that the delay of the output is less than 
0.04 ms, the data can be transmitted in real-time.

The verification schemes of 16DAPSK soft demodulation circuit were carried out 
under different coils distances. Due to the coils coupling transmission attenuation, the 
magnitude of transmission attenuation increases with the distance of coils. So, with the 
coils distance increases, the demodulator output will generate error bits. To verify the 
ECC circuit, the coils can be adjusted to the distance under which the demodulator out-
puts error bits. If the output of the ECC circuit is still consistent with the input data, it 
can be concluded that the error correction circuit is successful.

Figure 8 is the BER under different distance of two coils with and without ECC cir-
cuit. When the two coils distance is very close, BER is almost zero. Although the BER is 
higher and higher with the increase of coils spacing, the ECC circuit take the lower BER. 
Therefore the proposed new circuit can improved the reliability of communication.

Figure 9 is the oscilloscope and logic analyzer results of the soft demodulation with the 
coils distance of 2 cm. The first line is the input signal, and the second line is the output 

Fig. 8 Experimental results of the demodulation circuit and the RS ECC circuit. This figure is the BER under 
different distance of two coils of the demodulation circuit and the RS ECC circuit measured by a bit error rate 
analyzer
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signal of soft demodulation in Fig. 9a. It can be seen that there is a certain delay between 
the input and output of the demodulator in Fig. 9, but the output is still consistent with 
the input. This indicates that the modulation and demodulation circuit are designed 
correctly.

Figure 10 is the oscilloscope and logic analyzer result of the soft demodulation with 
the coils distance of 3  cm. It can be observed that the demodulation output appears 
erroneous.

Figure 11 is the result of the experiments that applies ECC circuit to the condition of 
3 cm coils distance. The first column in Fig. 11a is the input signal, the second column 
is the result of the soft demodulation, and the third one is the output signal of the ECC 
circuit. From the Fig. 11 it can be concluded that the output of the soft demodulation 
appears errors, whereas the output of the ECC circuit is consistent with the input. That 
is to say, the error correction circuit is capable of correcting error bits.

As for the implants side, compared with the traditional demodulation circuit, the 
power-consumption of the coding technique increases from 1.51 to 1.89 mW, and the RS 
coding technique would occupy 9.34 % more area.

Fig. 9 DAPSK circuit experiment of coils distance of 2 cm. a The oscilloscope result of the soft demodulation 
with the coils distance of 2 cm; b the logic analyzer result of the soft demodulation with the coils distance of 
2 cm
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Fig. 10 Soft demodulation result of coils distance of 3 cm. a The oscilloscope result of the soft demodulation 
with the coils distance of 3 cm; b the logic analyzer result of the soft demodulation with the coils distance of 
3 cm

Fig. 11 RS circuit experiment of coils distance of 3 cm. a The oscilloscope result of the experiments that 
applies error correction code to the condition of 3 cm coils distance; b the logic analyzer result of the experi-
ments that applies error correction code to the condition of 3 cm coils distance
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Conclusions
The improved 16DAPSK phase soft demodulation algorithm requires low hardware 
complexity and is, therefore, conducive to hardware implementation. Through the simu-
lation of BER, it can be seen that the modified algorithm does not bring the loss of BER 
performance. Experiments were carried out to further verify the correctness of the soft 
demodulation algorithm. MATLAB simulation results show that the coding gain of the 
modified ECC circuit is improved by about 3 dB under the same BER of 10−6. The FPGA 
experimental results show that the RS ECC circuit has about an order of magnitude 
lower BER than the demodulation circuit when under the same coils distance. Therefore, 
the RS ECC circuit has more higher reliability of the communication in the system.

Abbreviations
RS: Reed–Solomon; ECC: error correcting code; DAPSK: differential amplitude and phase shift keying; BER: bit error rate; 
DASK: differential amplitude shift keying; DPSK: differential phase shift keying; BPSK: binary phase shift keying; ASK: 
amplitude shift keying; Eb/No: bit signal to noise ratio (SNR).

Authors’ contributions
YY, QNN, BJJ, LXP and YNM have equally contributed to the manuscript; both were also involved in the design of the 
modeling study and the data analysis. All authors read and approved the final manuscript.

Acknowledgements
This work was supported by the National Natural Science Foundation of China (No. 61102017).

Competing interests
The authors declare that they have no competing interests.

Availability of data and materials
This project is related to the National Natural Science Foundation of China, and needs to be secret for the patent, so we 
decide not to share the data.

Consent for publication
Not applicable.

Ethics approval and consent to participate
Not applicable.

Funding
This work was supported by the National Natural Science Foundation of China (No. 61102017). We thank the National 
Natural Science Foundation of China to provide us with great help in our research.

Received: 7 April 2016   Accepted: 30 August 2016

References
 1. Chen K, Tsai MH, Hsueh FL, Liu W. Analysis and design of data transmission protocol for 1024-channel retinal pros-

thesis. In: International conference of the IEEE engineering in medicine and biology Society; 2011. p. 4010–4013
 2. Lewis PM, Rosenfeld JV. Electrical stimulation of the brain and the development of cortical visual prostheses: an 

historical perspective. Brain Res. 2015;1630:208–24.
 3. Ashoori E, Asgarian F, Sodagar AM, Yoon E. Design of double layer printed spiral coils for wirelessly-powered 

biomedical implants. In: International conference of the IEEE engineering in medicine and biology society; 2011. p. 
2882–2885

 4. Wang GH. The development and research of energy and data transmission for neural prosthesis. Chin J Biomed Eng. 
2010;29:909–15.

 5. Al-Kalbani AI, Yuce MR, Redoute JM. Safe sar levels in inductively powered brain implanted visual prostheses. In: 
International symposium on electromagnetic compatibility; 2012. p. 1–6

 6. Kiani M, Ghovanloo M. A 13.56-mbps pulse delay modulation based transceiver for simultaneous near-field data 
and power transmission. IEEE Trans Biomed Circuits Syst. 2014;9(1):1–11.

 7. Takhti M, Asgarian F, Sodagar AM. Modeling of a capacitive link for data telemetry to biomedical implants. In: Bio-
medical circuits and systems conference; 2011. p. 181–184

 8. Lewis PM, Ackland HM, Lowery AJ, Rosenfeld JV. Restoration of vision in blind individuals using bionic devices: a 
review with a focus on cortical visual prostheses. Brain Res. 2015;1595:51–73.



Page 13 of 13Yang et al. BioMed Eng OnLine  (2016) 15:110 

•  We accept pre-submission inquiries 

•  Our selector tool helps you to find the most relevant journal

•  We provide round the clock customer support 

•  Convenient online submission

•  Thorough peer review

•  Inclusion in PubMed and all major indexing services 

•  Maximum visibility for your research

Submit your manuscript at
www.biomedcentral.com/submit

Submit your next manuscript to BioMed Central 
and we will help you at every step:

 9. Karimi M, Maghami MH, Faizollah M, Sodagar AM. A noncoherent low-power high-data-rate bpsk demodulator and 
clock recovery circuit for implantable biomedical devices. In: IEEE biomedical circuits and systems conference; 2014. 
p. 372–375

 10. Ng DC, Williams CE, Allen PJ, Bai S, Boyd CS, Meffin H, Halpern ME, Skafidas E. Wireless power delivery for retinal pros-
theses. In: International conference of the IEEE engineering in medicine and biology society; 2011. p. 8356–8360

 11. Asgarian F, Sodagar AM. A high-data-rate low-power bpsk demodulator and clock recovery circuit for implantable 
biomedical devices. In: International IEEE/EMBS conference on neural engineering; 2009. p. 407–410

 12. Huang WC, Wang GH, Kai-Jie WU, Ren QS. The development and challenges of neural stimulator for visual prosthe-
sis. Chin J Med Phys. 2010;27(04):2051–5.

 13. Ntouni GD, Lioumpas AS, Nikita KS. Reliable and energy-efficient communications for wireless biomedical implant 
systems. IEEE Trans Inf Technol Biomed. 2013;18(6):1848–56.

 14. Yang Y, Peng K, Lei LV, Gao Y. VLSI optimization design of visual prosthesis high-order modulation and demodulation 
system. Comput Eng. 2014;40:281–6.

 15. Yang Y, Lv L, Gao Y, Qiao S. Study on visual prosthesis high-order data modulation and demodulation technology. J 
Comput Inf Syst. 2012;8:9077–84.

 16. Héloir R, Leroux C, Hemati S, Arzel M. Stochastic Chase decoder for Reed–Solomon codes. In: New circuits and 
systems conference; 2012. p. 5–8

 17. Wilkerson BP, Kang JK. A low power BPSK demodulator for wireless implantable biomedical devices. In: IEEE interna-
tional symposium on circuits and systems. IEEE; 2013. p. 626–629

 18. Qin YJ. A novel demodulation decoding method for coded 16dapsk signals. J Electron Inf Technol. 
2006;28(9):1645–8.

 19. Wu Y. Fast Chase decoding algorithms and architectures for Reed–Solomon codes. IEEE Trans Inf Theory. 
2012;58(1):109–29.

 20. Peng X, Zhang W, Ji W, Liang Z. Reduced-complexity multiplicity assignment algorithm and architecture for low-
complexity Chase decoder of Reed–Solomon codes. IEEE Commun Lett. 2015;19(11):1865–8.

 21. Bian YB, Feng GZ. Algebraic soft decision decoding algorithm for Reed–Solomon codes based on Chase algorithm. J 
Circuits Syst. 2009;14(4):39–44.

 22. Garcia-Herrero F, Canet MJ, Valls J, Meher PK. High-throughput interpolator architecture for low-complexity Chase 
decoding of rs codes. IEEE Trans Very Large Scale Integr Syst. 2012;20(3):568–73.

 23. Li XP, Yang Y, Gao Y, Qiao SJ. Visual prosthesis wireless power transfer system modeling based on biological capaci-
tance and its efficiency-optimization. Tien Tzu Hsueh Pao/acta Electronica Sinica. 2015;43(1):104–10.


	A soft decoding algorithm and hardware implementation for the visual prosthesis based on high order soft demodulation
	Abstract 
	Background: 
	Results: 
	Conclusions: 

	Background
	Methods
	Modulation parameters selection for visual prosthesis
	Demodulation principle
	Soft demodulation of 16DAPSK [18]
	Improved phase soft demodulation

	RS decoding
	Improved calculation of symbol level reliability
	The generation of test vector


	Results
	MATLAB modeling and simulation
	Experimental verification

	Conclusions
	Authors’ contributions
	References




