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Introduction
High intensity focused ultrasound (HIFU) treatment is gaining popularity due to its 
noninvasiveness. By focusing ultrasound energy in a small area inside the body, the tem-
perature can be elevated to over 56  °C in seconds and cause irreversible necrosis and 
damage of the tumor tissue [1]. However, due to the need to protect normal tissue and 
the small lesion size from one single application of HIFU, the process is time consuming, 
especially for large tumors which may require a treatment time of several hours [1, 2].

To shorten the treatment time, researchers have tried to use bubbles to help 
increase local heating [3–9]. Microbubbles can be introduced into tissue by injection 
of ultrasound contrast agents (UCA) containing bubbles, using high rarefactional 
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pressure to trigger cavitation for generation of bubble nuclei or by using acoustic 
droplet vaporization (ADV) where liquid droplets are injected and then vaporized 
to bubbles in the HIFU focal region [10]. Among these techniques, use of UCA and 
ADV droplets requires lower acoustic pressure. While the bubbles are delivered to 
the whole body of the patient when using UCA, the ADV droplets technique ensures 
that the bubbles only exist in the focal region and therefore eliminates the possible 
shift of the HIFU focus and other effects due to the UCA bubbles being throughout 
the ultrasound propagation path [6].

Phantom and animal experiments have confirmed that ADV-assisted HIFU can 
achieve a 3–15 times larger lesion than HIFU alone [11, 12], so the number of HIFU 
exposures required to treat the whole tumor can be significantly reduced. The bub-
bles formed in the HIFU focal region by this technique help increase heat deposition 
based on three mechanisms: (1) bubble oscillations driven by ultrasound, and cor-
responding viscous heating; (2) the high frequency mechanical waves generated by 
the bubble oscillation; (3) the trapping of the ultrasound in the bubble network and 
the correspondingly lengthened propagation path and increased absorption of the 
tissue. Meanwhile, as bubbles are so efficient at converting energy, the ultrasound 
energy attenuates much faster along the propagation path in the presence of bubbles, 
leading to much lower ultrasound energy at distal locations [6, 13, 14]. From the 
mechanisms of bubbles increasing heat deposition, it could be easily speculated that 
the size and morphology of the thermal lesions are dependent on both the nature 
of the bubble region (morphology of the region, the bubble size and concentration, 
etc.) and the ultrasonic field.

In addition to triggering the droplets in the HIFU focus to help increase thermal 
absorption, ADV can create a bubble shield against ultrasound wave propagation to 
protect normal tissue [13], or to further confine the ultrasound wave in the targeted 
treatment region [15]. The high impedance difference of the bubble region leads to 
more reflection and scattering over the bubble cloud surface and the redistribution 
of the ultrasound energy. The acoustic impedance (density × sound speed) of the 
bubble region is dependent on bubble size distribution, bubble concentration and 
the ultrasound frequency [16].

From these previous studies, we can see that the bubble region dimension and 
the density and size of the bubbles inside are critical to the shape of the subsequent 
thermal lesions formed by HIFU. As the ADV droplets can provide a way to create 
desired shapes of bubble clouds, understanding how the local bubble region charac-
teristics may influence the thermal lesions by HIFU would be essential for planning 
a much more efficient ADV enhanced HIFU treatment strategy. Meanwhile, it also 
provides a way to treat the tumor according to the actual tumor shape, while pro-
tecting the critical, normal tissue structures outside the tumor.

Thus, in this study, different shapes of bubble clouds were formed by the ADV 
technique with pulse wave (PW) ultrasound from the same transducer prior to the 
continuous wave (CW) HIFU thermal treatment. In this paper, we analyze and dis-
cuss the influences of droplet concentration and acoustic pressure amplitude on the 
shape and volume of the bubble clouds and associated thermal lesions.
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Materials and methods
Experimental setup

The experimental setup is illustrated in Fig. 1a. The HIFU transducer was driven by the 
RF amplifier (AG1006, T&C Power Conversion, Rochester, NY). The input voltage to 
the transducer was monitored by an oscilloscope (MSO-X 2022A, Agilent Technologies, 
Inc., Santa Clara, CA). Two function generators (33210A, 33220A, Agilent Technolo-
gies, Inc., Santa Clara, CA) were used to send RF signals to the amplifier. One function 
generator gated the other to assure that signals of a certain number of pulses or a certain 
duration of continuous wave RF were input to the amplifier.

The HIFU transducer used in the study was a single element spherically focused trans-
ducer (H-108, Sonic Concepts, Inc., Bothell, USA), with a center frequency of 2.7 MHz. 
The aperture and focal length of the transducer were 60 mm and 50 mm, respectively. 
The transducer was calibrated for applied voltages of 1–21 V using a fiber optic hydro-
phone (FOH/1, Precision Acoustics Ltd., UK). For the higher input voltages, the forward 
electrical power was measured by an internal circuit in the power amplifier and the 
acoustic power from the transducer was calculated based on the transducer specifica-
tion of its efficiency. The acoustic power was used to calculate the focal pressure using a 
modified KZK equation for low F-number transducers [17]. The output pressure of the 
transducer is a function of input voltage and its peak positive and negative values are 
shown in Fig. 1b. For the 150 V pulse wave, the electric power was extrapolated from 
the measured electric power at lower voltages (20–60 V). The corresponding focal pres-
sure was then calculated from the modified KZK equation with this input power. As the 
transducer doesn’t fully ring up at the three cycles pulses (the PW mode), the calculated 
pressure was scaled by the same parameter obtained from the calibration for lower input 
voltages (0.87 for peak positive and 0.85 for peak negative). Due to the nonlinear nature 
of the ultrasonic waveform, the input voltage is used in the following text. The corre-
sponding acoustic pressures in gel phantom were also calculated, and listed in Table 1 
with comparison to those in water.

The transducer and the phantom samples were immersed in 37  °C water. The focus 
of the transducer was positioned at a depth of 40 mm in the phantom. A B-mode scan-
ner (MyLab 90, Esaote, Italy) was aligned with the focal axis of the HIFU transducer to 

Fig. 1 a Experimental setup. The HIFU transducer was driven by the RF amplifier. The input voltage to the 
transducer was monitored by an oscilloscope. Two function generators were used to send a certain number 
of pulses or a certain duration of continuous wave RF signals to the amplifier. b The output pressure of the 
transducer as function of input voltage. For applied voltages of 1–21 V, the transducer was calibrated by a 
hydrophone. For higher input voltages, the pressures were calculated by a modified KZK equation [17]
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monitor and record the bubble cloud created. The B-mode scanner was set to operate at 
the lowest output power to avoid any effects during the experiments. The images of the 
phantom were recorded both before and after PW and/or CW ultrasound exposure.

Preparation of perfluoropentane droplets and tissue‑mimicking phantom

Lipid coated perfluoropentane droplets were prepared according to a previously pub-
lished method [10]. A 750  μL volume of lipid blend was made by dissolving 1.9  mg 
DPPC (1,2-dipalmitoyl-sn-glycero-3-phosphocholine, 850355P, Avanti Polar Lipids, Inc., 
Alabaster, AL) and 0.08  mg DPPA (1,2-dipalmitoyl-sn-Glycero-3-Phosphate, 830855P, 
Avanti Polar Lipids, Inc., Alabaster, AL) in propylene glycol and 8:1 (v/v) saline-glycerol 
(Glycerol, Shanghai Chemical Reagent Co,. Ltd., China). Then 250 μL perfluoro-n-pen-
tane (09-6182, Strem Chemicals, Inc., Newburyport, MA) was added to the lipid blend. 
The resulting mixture was sonicated for 30 s to produce the droplet emulsion. The drop-
let size distribution of the emulsion was measured by a Coulter counter (Multisizer 3, 
Beckman Coulter, Inc., Fullerton, CA) and can be found in Additional file 1. The droplet 
concentration in the emulsion was 3.41 × 1010/mL, and the resulting mean diameter of 
the droplets was 0.89 µm.

Tissue-mimicking phantoms that can visualize thermal lesions were made by the same 
procedure as in previously published literature [20]. The phantom consists of 31.4% 
(v/v) water, 35% (v/v) egg white, 33% acrylamide solution (30% w/v, 19:1 acrylamide/bis-
acrylamide, B161054, Decent Biotech (Shanghai) Co., Ltd., China), 0.5% of 10% (w/v) 
ammonium persulfate (Shanghai Maibio Co., Ltd, China) and 0.1% TEMED (N,N,N′,N′-
tetramethylethylenediamine, 15524010, Thermo Fisher Scientific Inc., Waltham, MA). 
The gel solution was degassed to remove potential gas nuclei. Different volumes of drop-
let emulsion were added to the gel solution to achieve different droplet concentrations 
inside the phantom. Each phantom had a size of 120 mm × 70 mm × 50 mm. The trans-
ducer was focused at a depth of 40 mm (along the 50 mm dimension) from the front sur-
face of the phantom for each HIFU exposure. For all phantoms containing droplets, to 
eliminate any possible scattering of the droplets along the ultrasound wave propagation 
path, the phantom was composed of two halves, one proximal half was free of droplets, 

Table 1 Estimated focal pressures of  H-108 in  water and  in  gel using a  modified KZK 
equation [17]

The water density, the sound speed and sound attenuation coefficient in water used for calculations were 993 kg/m3, 
1523.7 m/s [18] and 0.04 Np/m [19], respectively. The phantom density, sound speed and sound attenuation coefficient in 
phantom used were 995 kg/m3 [20], 1543 m/s [20] and 6.8 Np/m [20], respectively

Input voltage
V

In water In gel

Compressional 
pressure
MPa

Rarefactional 
pressure
MPa

Compressional 
pressure
MPa

Rarefactional 
pressure
MPa

20 7.3 − 5.3 5.0 − 3.7

25 10.4 − 6.8 7.0 − 4.7

30 12.2 − 7.6 8.3 − 5.3

35 15.6 − 8.7 10.6 − 6.1

40 18.9 − 9.7 12.8 − 6.8

45 23.0 − 10.7 15.5 − 7.5

150 136.9 − 15.9 105.8 − 13.8
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while the distal half of the phantom had the desired droplet concentration (as illus-
trated in Fig. 1a). The HIFU transducer was focused at the distal half, with each exposure 
placed at least 10 mm apart to avoid interference from each other.

Treatment strategies

Two treatment strategies were used in the experiments to investigate various charac-
teristics of the bubble clouds and thermal lesions created in phantoms with different 
droplet concentrations. In the first strategy, the phantom was only exposed to 10  s of 
continuous wave ultrasound (CW alone). In the second strategy, the phantom was first 
exposed to a short pulse wave ultrasound to vaporize the ADV droplets in the phantom, 
then it was exposed to the 10 s of continuous wave to create thermal lesion (PW com-
bined CW). Six different applied voltages were used for the CW ultrasound, 20 V, 25 V, 
30 V, 35 V, 40 V and 45 V. The pulse wave used to vaporize droplets was 200 pulses with 
a pulse repetition frequency of 1 kHz, each pulse consisting of three cycles at 150 V. Five 
droplet concentrations were investigated in the experiment, 1.07 × 105/mL, 3.41 × 105/
mL, 1.07 × 106/mL, 3.41 × 106/mL and 1.07 × 107/mL. Control experiments were con-
ducted in phantoms free of droplets, which were exposed to the CW ultrasound at 30 V 
for 10 s and to 40 V for 60 s.

Measurement and data analysis

All B-mode images were converted to 8-bit images. Images of the same phantom before 
and after a given ultrasound exposure were subtracted. Then the threshold method of 
Isodata [21] was used to determine the outlines of the bubble clouds. The procedure 
divides the image into object and background by using an initial threshold, then calcu-
lates the averages of the pixels at or below the threshold and as well as those pixels above 
the threshold. The average of these two values are calculated, the threshold increased 
and the process repeated until the threshold is larger than the composite average. In the 
cases of high droplet concentration, the B-mode images following ADV attenuate signif-
icantly along the direction of the B-mode ultrasound propagation. Therefore, the lower 
part of the bubble cloud cannot be clearly seen and the upper outlines of the bubble 
clouds were quantified. This was acceptable as the bubble clouds are expected to be sym-
metric around the propagation axis of the transducer. The method is illustrated in Fig. 2. 
Then the outlines of the bubble clouds in the repeated experiments were aligned using 
the matching method of normalized correlation coefficient [22], which is widely used in 
pattern matching and object recognition. The bubble cloud outlines obtained with the 
same experimental conditions were averaged, and the standard deviations were obtained 
accordingly.

The volume of the bubble cloud was calculated by the equation

where L is the total length of the bubble cloud, and r(z) is the outline curve of the bubble 
cloud.

After the ultrasound exposure and B-mode imaging, the phantom was taken out of 
the water and dissected to a thickness such that the thermal lesions could be visually 

(1)V =

∫
L

0

πr(z)2dz
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observed. To clearly distinguish the thermal lesion from the bubble cloud, the phantom 
was placed in a container and pressurized to 3 MPa for 1 min. The bubbles in the phan-
tom were thus compressed, leaving thermal lesions clearly seen. The thermal lesions 
were photographed and the same image processing method for quantifying the shape 
of the bubble clouds was used to obtain the outlines of the thermal lesions and calculate 
their volumes. Student’s t-test was used to determine whether there were significant dif-
ferences between experimental groups.

Results and discussion
Effect of pulse wave (PW) and continuous wave (CW) ultrasound on ADV cloud production

During clinical HIFU treatment, to generate enough heating effect, continuous wave 
(CW) is usually used. In these cases, the droplets could also be vaporized. Then the 
vaporized bubbles would oscillate and undergo some of the following processes: (1) 
some collapse violently; (2) some expand to larger bubbles due to rectified diffusion, 
then may break into several smaller bubbles; (3) some would merge and become larger 
bubbles. Thus, using continuous wave ultrasound may result in distribution of bubble 
sizes in the bubble cloud.

The bubble clouds created with CW ultrasound alone in phantoms with various drop-
let concentrations are shown in Fig. 3a (row 1). It can be seen that after the phantoms 
were exposed to 10 s of CW ultrasound with 30 V input voltage, the size of the bubble 
clouds initially increased slowly with increasing droplet concentration. The peak volume 
was reached at the concentration of 1.07 × 106/mL (Fig. 3e) then decreased with further 
increases in concentration.

In order to study the characteristics of ADV bubble clouds formed by PW ultra-
sound, the droplets were triggered by the HIFU transducer. The phantoms with dif-
ferent droplet concentrations were exposed to 200-pulse PW with an input voltage 
of 150  V. Example B-mode images obtained are shown in Fig.  3a (row 2). It can be 
seen that when the droplet concentration was as low as 1.07 × 105/mL, few droplets 
were vaporized by the exposure, shown as the several echogenic dots in the B-mode 

Fig. 2 a B‑mode images of the phantom before and after HIFU treatment with the associated bubble 
cloud appearing in the latter. b The subtraction of the two images in (a). c The outline of the bubble clouds 
determined using methods described in the text. The red square marks the upper half of the bubble cloud. 
d The averaged outline over repeated experiments was obtained (solid line). The dashed lines represent the 
averaged outline ± one standard deviation of the outline (n ≥ 4)
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image. In the case of 3.41 × 105/mL, more droplets were vaporized in the focal area 
resulting in a larger elliptically-shaped bubble cloud. In the case of 1.07 × 106/mL, the 
bubble clouds had a teardrop shape, with a wider proximal area moving toward to 
the transducer. In the cases of higher droplet concentration, the bubble clouds had a 
more triangular shape, the ‘head’ of the bubble cloud is wider and flatter along radial 
direction, and was closer to the transducer. (At the higher bubble concentrations, the 
appearance of this cloud in the ultrasound image is likely affected by the attenuation.) 
The averaged outlines of the bubble clouds taken from the proximal side with respect 
to the ultrasound imaging are shown in Fig. 3c where the progression of the proximal 
side of the cloud can be seen as increasingly wider and moving toward the transducer. 
The average of the standard deviation along the length of the bubble cloud outline 

Fig. 3 a The bubble clouds created after 10 s exposure to continuous wave (CW) at 30 V (row 1), after 
exposure to 200 pulses (3 cycles each) of pulse wave (PW) at 150 V (row 2), exposure to 200 pulses of pulse 
wave at 150 V followed by 10 s of continuous wave at 30 V in the phantoms (row 3). The different droplet 
concentrations used were 1.07 × 105/mL, 3.41 × 105/mL, 1.07 × 106/mL, 3.41 × 106/mL, and 1.07 × 107/
mL, respectively. b The bubble clouds created after 10 s exposure to continuous wave (row 1), exposure 
to 200 pulses of pulse wave at 150 V followed by 10 s of continuous wave (row 2). The input voltage of the 
continuous wave were 20 V, 25 V, 30 V, 35 V, 40 V, and 45 V, respectively. The droplet concentration in the 
phantom was 3.41 × 105/mL. The scale bar represents 2 mm. c The averaged outline of the bubble clouds 
created after the exposure to 200 pulses of pulsed wave at 150 V in phantom with droplet concentration of 
1.07 × 105/mL, 3.41 × 105/mL, 1.07 × 106/mL, 3.41 × 106/mL, and 1.07 × 107/mL, respectively. d The averaged 
standard deviation along bubble cloud outline in phantoms with different droplet concentrations after the 
exposure to 200 pulses of pulse wave at 150 V. e The volume of bubble cloud created in cases of different 
droplet concentrations after PW and after CW exposure. Colored * and ** represents p ≤ 0.05 and p < 0.01 for 
significance of difference between the group of this color and the group of the PW treatment
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was calculated (Fig. 3d) and there was no statistical difference across the droplet con-
centrations tested, i.e. the width of the transition boundary was similar in all cases. 
Since the bubble cloud has a larger size in higher droplet concentration cases, the 
corresponding relative error is lower and therefore better reproducibility is achieved 
in generating the bubble cloud shape. This could be because at low concentrations, 
with a limited number of droplets in the focal zone, the bubble clouds created depend 
much more on the random spatial distribution of the droplets, which varied from case 
to case. The evolution and variety of bubble cloud shapes for different droplet concen-
trations might be explained as follows. When the first ultrasound pulse arrives, the 
acoustic field established in the phantoms is almost the same since the droplets have 
little influence on the propagation of the ultrasound. But after the first pulse, differ-
ent numbers of bubbles are created in the same focal area depending on the droplet 
concentration. A higher bubble density (void fraction) leads to a larger impedance 
difference, which means more acoustic energy is scattered by the surface of the bub-
ble cloud, so the pressure in front of the bubble cloud is higher in the higher concen-
tration case, leading to a larger volume of bubble cloud after subsequent ultrasound 
pulses. This implies that less PW power would be required to achieve a same volume 
of bubble cloud in the presence of a higher droplet concentration, a potentially safer 
means to the same end.

Compared with the bubble clouds created with the CW only (Fig. 3e), using the PW 
with an input voltage of 150  V for 200 pulses resulted in a much larger bubble cloud 
(p < 0.01 for droplet concentrations ≥ 3.41 × 105/mL, p < 0.05 for all cases). It can also be 
seen in Fig. 3a (rows 1 and 2), that the echogenicity created using PW are not as great 
as in the CW case for phantoms with the same droplet concentration. Significant differ-
ences were found in the mean gray value of the bubble cloud created after CW and after 
PW for droplet concentrations from 3.41 × 105/mL to 3.41 × 106/mL (p < 0.05). (Com-
parison of the results for the lowest and highest concentrations may have been affected 
by the relatively small size of the bubble clouds for the CW cases.) This difference in 
echogenicity indicates a likely higher impedance difference in those CW cases. Since 
the initial droplet concentration is the same, this could imply a larger void fraction has 
been generated. For the CW case, the temperature of phantom increases, so the ther-
mal expansion of the bubbles may lead to a lower impedance. In addition, during the 
prolonged bubble oscillation, there may be a net inflow of gas into the bubbles from the 
surrounding medium due to rectified diffusion [23, 24]. And this process could also help 
bubbles grow larger. In both cases, the bubbles could break up into smaller ones but the 
overall void fraction would still increase.

Similar effects were observed when PW is combined with the CW as shown in third 
row of Fig. 3a. These are the same phantoms shown in Fig. 3a (row 2) but exposed to CW 
immediately after the PW exposure without moving the phantom. After exposure to PW 
and CW, the pixel value inside the bubble clouds were significantly higher than those 
exposed to PW alone, in all cases p < 0.05. The estimated volume of the bubble cloud is 
also significantly larger in these cases than in PW only cases when droplet concentra-
tions were 1.07 × 105/mL, 1.07 × 106/mL, 3.41 × 106/mL and 1.07 × 107/mL (p ≤ 0.05), 
which means more bubbles were formed outside of the previous bubble cloud during 
the CW exposure in these cases. When the droplet concentration was 3.41 × 105/mL, 
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as can be seen from Fig. 3a, the high echogenic regions after CW were all located inside 
the bubble cloud created by PW only. This causes the insignificant difference between 
the quantified bubble cloud volume formed by PW only and the combined PW and CW 
treatment. While for higher droplet concentrations, the bubble density formed from PW 
only was so high that the acoustic waves from the subsequent CW exposure were scat-
tered outside the preformed bubble cloud and vaporized local droplets and thus resulted 
in a greatly increased bubble cloud volume. When the concentration of the droplets 
is as low as 1.07 × 105/mL, the volume of the bubble clouds quantified are very small 
and there is significant difference among the groups. The quantified volume of bub-
ble cloud formed by PW is larger than that formed by the CW only, but is smaller than 
the combined exposure. This is different from the case for the droplet concentration of 
3.41 × 105/mL because the sparsely distributed bubbles formed by PW are not totally 
observed by the B-mode image, but are visible after being expanded by the subsequent 
CW exposure.

The influences of varying the CW voltage are shown in Fig. 3b. The droplet concentra-
tion is 3.41 × 105/mL and the phantoms are exposed to CW alone (row 1) and to PW 
combined with CW (row 2). The input voltages of CW exposures were 20 V, 25 V, 30 V, 
35 V, 40 V, and 45 V, respectively. It can be seen that when the input voltage was 20 V, 
no echogenic area was observed in the B-mode image for the CW alone case, indicat-
ing that no droplets were apparently vaporized and the threshold was not achieved even 
in the focal area. In the cases of 25 V and 30 V, ellipsoidal bubble clouds were created. 
From 35 to 45 V, the bubble cloud became larger with increasing input voltage, with the 
‘head’ of the bubble cloud moving toward the transducer, resulting in a teardrop shaped 
bubble cloud.

Comparing the bubble clouds created by PW combined with CW to CW alone, these 
two treatment strategies were quite different when the CW voltage was low. The vol-
ume of the bubble clouds created by PW combined with CW was larger than that from 
CW alone (p < 0.05) when the CW input voltage ≤ 30  V. With increasing CW voltage 
(≥ 35 V), no significant difference was found in the volume of the bubble cloud (p > 0.05). 
No significant difference was found in the mean gray value of the bubble cloud (p > 0.05), 
indicating that applying the PW before the CW has little influence in these cases.

For the cases studied here, it can be seen that bubble clouds of different shapes, sizes 
and densities can be formed depending on a range of ultrasound parameters and droplet 
concentrations. The vaporization of droplets is dependent on the pressure amplitude, 
but the higher pressure amplitude in the short pulse used for PW here should still gener-
ate little heating while producing a much larger bubble cloud. Different shapes and sizes 
over various droplet concentrations were also seen, likely due to the range of impedance 
differences produced. We have previously shown how the changing impedance in the 
medium, and the associated scattering, due to the evolving bubble cloud can produce 
uniquely shaped clouds after a number of pulses are applied [25]. The void fraction of 
bubbles achieved in CW is also pressure dependent where the additional effects of tem-
perature increases and rectified diffusion may also play a role. It is the dynamic interac-
tion of the acoustic pressure field and the ADV bubbles that lead to a great variety of 
bubble cloud characteristics. This will definitely affect the lesion shape formed during 
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the HIFU treatment; thus the influence of bubble clouds on the final thermal lesion is 
examined next.

Observations on the thermal lesions formation

The thermal lesions created in the above experiments were also studied to investigate 
how the different bubble clouds changed the formation of these lesions. Due to the 
coexistence of the bubbles and the thermal lesion inside the phantom after the HIFU 
exposures, it is hard to distinguish the lesion from the bubble cloud from direct visual 
observation. Therefore, all phantoms were subsequently placed in a chamber and a pres-
sure of 3 MPa was applied for 1 min. As shown in Fig. 4, by this technique, the bubbles in 
the phantom are compressed, leaving thermal lesions clearly visible. The thermal lesions 
formed in the phantoms were then obtained using this technique and quantified with 
results shown in Fig. 5.

For comparison purposes, experiments were also conducted in a phantom without any 
droplets (Fig. 5a). It was found that only after increasing the input voltage to 40 V with 
a duration of 60 s CW could a small ellipsoidal thermal lesion be observed. This shape 
is a typical thermal lesion created by HIFU in the absence of bubbles [1]. No echogenic 
regions were observed in B-mode images of the phantoms, indicating that no cavitation 
phenomena occurred under these conditions at least at the level of imageable bubble 
production.

For the thermal lesions formed after 10 s exposure to CW in phantoms with different 
droplet concentrations (Fig. 5b, row 1), the lesions created had a spherical shape with 
a small distal extension, and a range of the sizes. The lesion volume reached a peak at 
the concentration of 3.41 × 105/mL (see Fig. 5d), and then decreased with the increasing 
concentration. This trend is similar to the bubble cloud volume variation seen in Fig. 3e.

When the phantoms were exposed to the PW before the CW, the shape and position 
of the thermal lesions changed significantly depending on the droplet concentration, as 
seen in Fig.  5b (row 2). At the two lowest droplet concentrations, the thermal lesions 
formed are quite similar to those formed in the CW only group (row 1). And the shape 
is also similar. But with increasing droplet concentration, the thermal lesions became 
larger, and the lesions changed from a teardrop to the vertically-oriented ellipsoidal 
shape in the proximal portion of the focal area. As the droplet concentration reached 
3.41 × 106/mL, the thermal lesion size started to decrease and moved closer to the trans-
ducer, and the shape got thinner in the axial dimension. With a droplet concentration of 
1.07 × 107/mL, the thermal lesions were even thinner, only present in the layer close to 

Fig. 4 After the HIFU treatment, each phantom was placed in a chamber and pressurized to 3 MPa for 1 min 
to compress the bubbles, leaving thermal lesion clearly seen
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the proximal surface of the bubble cloud. This is due to the high attenuation of the high 
bubble concentration. Thus the acoustic pressure decreases dramatically along the prop-
agation path and only in the first layers of the bubble cloud region is the acoustic energy 
absorbed and transformed to thermal energy to create a thermal lesion. In addition, the 
high concentration of bubbles also leads to a lower thermal conductivity, which helps 
shape the thermal lesion at the proximal area of the bubble cloud and generate these dis-
tinct geometries for the thermal lesions.

According to Fig. 5d, the volume of the thermal lesion is significantly increased using 
the PW combined CW treatment for the high concentration cases (p < 0.01 for droplet 
concentration ≥ 1.07 × 106/mL). With a droplet concentration of 3.41 × 106/mL, the vol-
ume created by PW combined CW treatment is more than 10 times the volume created 
by CW alone.

Fig. 5 a The thermal lesion created in the control case (phantoms without droplets). b The thermal lesion 
created after (row 1) 10 s exposure to continuous wave (CW) at 30 V, (row 2) exposure to 200 pulses of 
pulse wave at 150 V followed by 10 s of continuous wave at 30 V in the phantoms with different droplet 
concentrations, which were 1.07 × 105/mL, 3.41 × 105/mL, 1.07 × 106/mL, 3.41 × 106/mL, and 1.07 × 107/mL, 
respectively. c The thermal lesion created after (row 1) 10 s exposure to continuous wave, (row 2) exposure to 
200 pulses of pulse wave at 150 V followed by 10 s of continuous wave. The input voltage of the continuous 
wave were 20 V, 25 V, 30 V, 35 V, 40 V, and 45 V, respectively. The droplet concentration in the phantom was 
3.41 × 105/mL. d Volume of the thermal lesions as function of droplet concentration (n ≥ 4). e Volume of the 
thermal lesions in phantom with droplet concentration of 3.41 × 105/mL as function of CW input voltage 
(n ≥ 4). The scale bar represents 2 mm. ** Represents p < 0.01 between PW combined with CW and CW alone
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The thermal lesions formed using different CW input voltages are shown in Fig. 5c. 
The droplet concentration in the phantom is 3.41 × 105/mL. The duration of continuous 
wave exposure is 10 s. And the CW input voltages were 20 V, 25 V, 30 V, 35 V, 40 V, and 
45 V, respectively. It can be seen in Fig. 5c that PW triggering of the droplets did help 
form the lesions in the phantom with an input voltage of only 20 V, which failed when 
no PW was used. But the results also show that using PW to pre-trigger droplets does 
not always result in a larger lesion. For this droplet concentration and across the range 
of CW voltages used, the volumes of the thermal lesions produced by both treatments 
had no statistical difference (p > 0.05). The second image in Fig. 3a row 2 illustrates the 
bubble cloud shape created after PW alone for the 3.41 × 105/mL droplet concentration. 
Comparing this to all the bubble clouds formed after combined treatment with the same 
PW but different CW voltages (Fig. 3b row 2), significant difference was found in echo-
genicity (p < 0.05), indicating the higher void fraction inside the bubble clouds formed 
after CW, which may have actually limited the size of the thermal lesions.

In summary, comparing to the CW only cases, the PW combined CW strategy could 
lower the CW input voltage required to create thermal lesions of similar volume, which 
could improve the safety of HIFU treatment. This would reduce the thermal dose to the 
overlying tissue and thus shorten cooling time required, leading to faster treatments. 
The PW combined CW strategy also led to larger volume of thermal lesion in the cases 
of the high droplet concentration. At the droplet concentration of 3.41 × 106/mL, Fig. 5d 
shows that for the same CW exposure (10 s at 30 V), the volume of lesion produced by 
pre-triggering the droplets was 10 times larger, meanwhile no thermal lesion can be cre-
ated in a phantom without droplets (Fig. 5a).

The results shown here have demonstrated that both the shape and the size of the ther-
mal lesions can be changed by using the high amplitude short pulses of PW ultrasound 
before the significant thermal energy supplied by the CW ultrasound of HIFU. In real 
clinical treatments, the shape of the tumors are usually irregular. So to fully cover the 
tumor while sparing the important organs and normal tissues, a careful planning of the 
successive thermal lesions is critical since the lesion shapes are sensitive to the bubble 
clouds formed in the ADV technique. The PW strategy could help enlarge the thermal 
lesions or change the lesion shapes, which depends on the local droplet concentrations.

In this study, we used 200 pulses of PW ultrasound at an input voltage of 150  V to 
create a bubble area as large as possible. However, in real situations, both the number 
of pulses and the input voltage of the pulse could be adjusted to further manipulate 
the shape of the thermal lesions. Numerical models that couple the propagation of the 
acoustic waves, the dynamic formation of the bubble clouds and the thermal deposition 
and heat transfer would be a powerful treatment planning tool and aid in new treatment 
modality design. A numerical model has been proposed to calculate the ADV bubble 
cloud evolution during the PW exposure [25]. Simulation of the thermal lesion forma-
tion during the CW exposure in ADV assisted HIFU is now under investigation. This 
simulation work could be used for treatment planning in the future.

In this experiment, tissue-mimicking phantoms that can visualize thermal lesions 
were used to denote the thermal dose accumulated during the treatment, which is com-
monly used in experimental research on HIFU therapy [6, 11, 26]. The limitation of this 
approach is that it provides little detail about temperature distribution and variation 
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during the treatment. In comparison, MRI can monitor the temperature distribution 
and record the temperature variation over time during the treatment, which is really 
helpful in understanding the complicated process of the highly dynamic interaction of 
the acoustic field, bubble cloud evolution and temperature field in ADV assisted HIFU 
treatment. In the future, a wider range of acoustic parameters would be needed to deter-
mine how robust the modeling performs under differing conditions. Therefore, more 
work needs to be done to reveal the underlying mechanism of this promising treatment 
technique and how to optimize this approach using ADV, which could in return help 
optimizing the treatment and benefit more patients.

Conclusion
The influence of ADV bubbles on the formation of HIFU thermal lesions was investi-
gated in this study. Two treatment strategies were examined, CW ultrasound heating 
alone and PW ultrasound combined with CW. It was found that with the same PW 
exposure, the bubble cloud created in phantom with high droplet concentration is much 
larger likely due to the strong reflection at the interface of high impedance difference. 
The shape of the bubble cloud progresses from small dots to teardrop to triangular with 
increasing concentrations of droplets. The cloud reproducibility was better at higher 
droplet concentrations.

The thermal lesions created in the phantoms with high droplet concentration were 
much larger in the case of PW combined with CW ultrasound treatment than those cre-
ated by CW alone. By using the PW ultrasound to trigger the bubbles first, the thermal 
lesion created in the experiments varies from small dot to teardrop to vertically-ori-
ented ellipsoid. It has been demonstrated that the size and morphology of the thermal 
lesion could be regulated by changes in both the acoustic pressure and the droplet con-
centration. The studies confirmed the feasibility of thermal lesion shape manipulation 
and offered new possibilities for optimization of HIFU treatment according to different 
requirements.

Additional file

Additional file 1. Droplet size distribution. Droplet size distribution of the emulsion was measured by a Coulter 
counter.

Abbreviations
ADV: acoustic droplet vaporization; HIFU: high intensity focused ultrasound; PW: pulse wave; CW: continuous wave; UCA 
: ultrasound contrast agent.

Authors’ contributions
YX did all the experiments, analyzed experimental data and drafted the manuscript. AZ helped with the design of the 
experiment, data analysis and manuscript revision. LXX helped with the experimental data analysis and manuscript revi‑
sion. JBF helped with the design of the experiment, data analysis and manuscript revision. All authors read and approved 
the final manuscript.

Acknowledgements
This work is supported by the Chinese government “111 Project” (B08020), National Natural Science Foundation of China 
(NSFC 51476101, 51521005, 51876129), Science and Technology Commission of Shanghai Municipality (16441903100), 
and Ministry of Science and Technology of China (2016YFC0106200).

Competing interests
The authors declare that they have no competing interests.

https://doi.org/10.1186/s12938-018-0596-z


Page 14 of 14Xin et al. BioMed Eng OnLine          (2018) 17:163 

Availability of data and materials
The datasets used and/or analyzed during the current study are available from the corresponding author on reasonable 
request.

Consent for publication
Not applicable.

Ethics approval and consent to participate
Not applicable.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in published maps and institutional affiliations.

Received: 12 August 2018   Accepted: 25 October 2018

References
 1. Kennedy J, ter Haar G, Cranston D. High intensity focused ultrasound: surgery of the future? Br J Radiol. 2003;76:590–9.
 2. Napoli A, Anzidei M, Ciolina F, et al. Mr‑guided high‑intensity focused ultrasound: current status of an emerging technol‑

ogy. Cardiovasc Interv Radiol. 2013;36:1190–203.
 3. Lafon C, Zderic V, Noble ML, et al. Gel phantom for use in high‑intensity focused ultrasound dosimetry. Ultrasound Med 

Biol. 2005;31:1383–9.
 4. Takegami K, Kaneko Y, Watanabe T, et al. Heating and coagulation volume obtained with high‑intensity focused 

ultrasound therapy: comparison of perflutren protein‑type a microspheres and mrx‑133 in rabbits 1. Radiology. 
2005;237:132–6.

 5. Umemura S‑I, Kawabata K‑I, Sasaki K. In vivo acceleration of ultrasonic tissue heating by microbubble agent. IEEE Trans 
Ultrason Ferroelectr Freq Control. 2005;52:1690–8.

 6. Tung Y‑S, Liu H‑L, Wu C‑C, et al. Contrast‑agent‑enhanced ultrasound thermal ablation. Ultrasound Med Biol. 
2006;32:1103–10.

 7. Luo W, Zhou X, Ren X, et al. Enhancing effects of sonovue, a microbubble sonographic contrast agent, on high‑intensity 
focused ultrasound ablation in rabbit livers in vivo. J Ultrasound Med. 2007;26:469–76.

 8. Luo W, Zhou X, He G, et al. Ablation of high intensity focused ultrasound combined with sonovue on rabbit vx2 liver 
tumors: assessment with conventional gray‑scale us, conventional color/power doppler us, contrast‑enhanced color 
doppler us, and contrast‑enhanced pulse‑inversion harmonic us. Ann Surg Oncol. 2008;15:2943–53.

 9. Coussios C, Farny C, Ter Haar G, et al. Role of acoustic cavitation in the delivery and monitoring of cancer treatment by 
high‑intensity focused ultrasound (hifu). Int J Hyperthermia. 2007;23:105–20.

 10. Kripfgans OD, Fowlkes JB, Miller DL, et al. Acoustic droplet vaporization for therapeutic and diagnostic applications. 
Ultrasound Med Biol. 2000;26:1177–89.

 11. Zhang M, Fabiilli ML, Haworth KJ, et al. Acoustic droplet vaporization for enhancement of thermal ablation by high 
intensity focused ultrasound. Acad Radiol. 2011;18:1123–32.

 12. Zhu M, Jiang L, Fabiilli ML, et al. Treatment of murine tumors using acoustic droplet vaporization‑enhanced high inten‑
sity focused ultrasound. Phys Med Biol. 2013;58:6179.

 13. Lo AH, Kripfgans OD, Carson PL, et al. Spatial control of gas bubbles and their effects on acoustic fields. Ultrasound Med 
Biol. 2006;32:95–106.

 14. Moyer LC, Timbie KF, Sheeran PS, et al. High‑intensity focused ultrasound ablation enhancement in vivo via phase‑shift 
nanodroplets compared to microbubbles. J Ther Ultrasound. 2015;3:7.

 15. Kripfgans OD, Zhang M, Fabiilli ML, et al. Acceleration of ultrasound thermal therapy by patterned acoustic droplet 
vaporization. J Acoust Soc Am. 2014;135:537–44.

 16. Commander KW, Prosperetti A. Linear pressure waves in bubbly liquids: comparison between theory and experiments. J 
Acoust Soc Am. 1989;85:732–46.

 17. Rosnitskiy P, Yuldashev P, Vysokanov B, et al. Setting boundary conditions on the khokhlov–zabolotskaya equation for 
modeling ultrasound fields generated by strongly focused transducers. Acoust Phys. 2016;62:151–9.

 18. Del Grosso V, Mader C. Speed of sound in pure water. J Acoust Soc Am. 1972;52:1442–6.
 19. Pinkerton J. A pulse method for the measurement of ultrasonic absorption in liquids: results for water. Nature. 

1947;160:128–9.
 20. Takegami K, Kaneko Y, Watanabe T, et al. Polyacrylamide gel containing egg white as new model for irradiation experi‑

ments using focused ultrasound. Ultrasound Med Biol. 2004;30:1419–22.
 21. Ridler T, Calvard S. Picture thresholding using an iterative selection method. IEEE Trans Syst Man Cybern. 1978;8:630–2.
 22. Silver WM. Normalized correlation search in alignment, gauging, and inspection. In: Proceedings of the image pattern 

recognition: algorithm implementations, techniques, and technology, 1987. International Society for Optics and 
Photonics.

 23. Hsieh DY, Plesset MS. Theory of rectified diffusion of mass into gas bubbles. J Acoust Soc Am. 1961;33:206–15.
 24. Crum L, Hansen G. Growth of air bubbles in tissue by rectified diffusion. Phys Med Biol. 1982;27:413.
 25. Xin Y, Zhang A, Xu LX, et al. Numerical study of bubble area evolution during acoustic droplet vaporization‑enhanced 

hifu treatment. J Biomech Eng. 2017;139:091004.
 26. Zhang P, Kopechek JA, Porter TM. The impact of vaporized nanoemulsions on ultrasound‑mediated ablation. J Ther 

Ultrasound. 2013;1:2.


	The effects on thermal lesion shape and size from bubble clouds produced by acoustic droplet vaporization
	Abstract 
	Background: 
	Methods: 
	Results: 
	Conclusion: 

	Introduction
	Materials and methods
	Experimental setup
	Preparation of perfluoropentane droplets and tissue-mimicking phantom
	Treatment strategies
	Measurement and data analysis

	Results and discussion
	Effect of pulse wave (PW) and continuous wave (CW) ultrasound on ADV cloud production
	Observations on the thermal lesions formation

	Conclusion
	Authors’ contributions
	References




