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Abstract 

Background: Ataxic gait is one of the most common and disabling symptoms in 
people with degenerative cerebellar ataxia. Intensive and well-coordinated inpatient 
rehabilitation improves ataxic gait. In addition to therapist-assisted gait training, robot-
assisted gait training has been used for several neurological disorders; however, only 
a small number of trials have been conducted for degenerative cerebellar ataxia. We 
aimed to validate the rehabilitative effects of a wearable “curara®” robot developed in a 
single-arm study of people with degenerative cerebellar ataxia.

Methods: Twenty participants with spinocerebellar ataxia or multiple system atro-
phy with predominant cerebellar ataxia were enrolled. The clinical trial duration was 
15 days. We used a curara® type 4 wearable robot for gait training. We measured the 
following items at days 0, 7, and 14: Scale for the Assessment and Rating of Ataxia, 
10-m walking time (10 mWT), 6-min walking distance (6 mWD), and timed up and go 
test. Gait parameters (i.e., stride duration and length, standard deviation of stride dura-
tion and length, cadence, ratio of the stance and swing phases, minimum and maxi-
mum knee joint angles, and minimum and maximum hip joint angles) were obtained 
using a RehaGait®. On days 1–6 and 8–13, the participants were instructed to conduct 
gait training for 30 ± 5 min with curara®. We calculated the improvement rate as the 
difference of values between days 14 and 0 divided by the value on day 0. Differences 
in the gait parameters were analyzed using a generalized linear mixed model with 
Bonferroni’s correction.

Results: Data from 18 participants were analyzed. The mean improvement rate of the 
10 mWT and 6 mWD was 19.0% and 29.0%, respectively. All gait parameters, except the 
standard deviation of stride duration and length, improved on day 14.

Conclusions: Two-week RAGT with curara® has rehabilitative effects on gait function 
comparable to those of therapist-assisted training. Although the long-term effects after 
a month of RAGT with curara® are unclear, curara® is an effective tool for gait training 
of people with degenerative ataxia.

Trial registration jRCT, jRCTs032180164. Registered: 27 February 2019; retrospectively 
registered. https:// jrct. niph. go. jp/ en- latest- detail/ jRCTs 03218 0164.
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Background
Spinocerebellar ataxia (SCA) and multiple system atrophy with predominant cerebellar 
ataxia (MSA-C) are neurodegenerative diseases that predominantly affect the cerebel-
lum [1]. There is no curative pharmacological therapy for SCA or MSA-C; however, well-
organized rehabilitation programs can temporarily improve ataxia [2–4]. People with 
degenerative ataxia are commonly treated with 2- to 6-week inpatient or home-based 
rehabilitation [6–8], but only a few studies on this topic meet the definition of Evidence 
Level II, in accordance with the Australian National Health and Medical Research Coun-
cil Evidence Hierarchy [3]. This is mainly because the prevalence of degenerative ataxia 
is much less than that of stroke. Moreover, the optimal timing, frequency, and duration 
of rehabilitation for degenerative ataxia is very difficult to determine. Despite the effec-
tiveness of inpatient rehabilitation, continuous, home-based rehabilitation is required to 
maintain physical function because the gains achieved by rehabilitation gradually atten-
uate [5, 6]. This is a clinically and socially burdensome issue for rehabilitation of degen-
erative ataxia.

Robot-assisted gait training (RAGT) is one of the most popular applications of robot-
ics to rehabilitation [9–15]. RAGT has been used for various diseases, including stroke 
[11, 12, 14], Parkinson’s disease [13], spinal cord injury [10], and cerebral palsy [9]. How-
ever, only a few trials of RAGT have been conducted in patients with SCA or MSA-C. 
We developed a wearable “curara®” robot to assist in movements of the elderly or disa-
bled people. Furthermore, we evaluated the assist conditions and immediate effects of 
this robot on the gait of people with stroke or cerebellar ataxia [16, 17]. We observed 
that several gait parameters temporarily improved with curara® in people with stroke 
or cerebellar ataxia under certain assist conditions. In particular, people with cerebellar 
ataxia benefited from the assist condition of increased range of motion at the hip and 
knee joints and shortened gait cycle [16, 17].

However, the temporal effects on gait function while wearing the robot do not con-
firm an effect on rehabilitation. Our goal was to develop a wearable robot to facilitate 
daily, home-based gait training for people with neurological disorders. For this purpose, 
this study aimed to evaluate the effects of curara® on the rehabilitation of people with 
cerebellar ataxia. If a positive effect of curara® is identified, this robot may be used for 
home-based, long-term rehabilitation of patients with degenerative ataxia.

Results
Twenty participants were included in this study; however, one [56-year-old male with 
SCA6, Berg Balance Scale (BBS) score of 36, and Scale for the Assessment and Rating of 
Ataxia (SARA) score of 17.5 at baseline] withdrew from the study on day 3 because he no 
longer wished to continue participating in the trial. The remaining 19 participants com-
pleted the program without any harmful events. However, one participant (84-year-old 
female with SCA31, BBS score of 27, and SARA score of 17.5 at baseline) was excluded 
from the analysis due to extreme outliers in most of the measured items; therefore, the 
data from 18 participants (SCA: 13; MSA-C: 5) were analyzed. Table 1 summarizes the 
detailed information of the participants and results of the SARA, BBS, and timed up and 
go (TUG) tests. At baseline, the participants were aged 62.8 ± 9.8 years [mean ± standard 
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deviation (SD)]; the BBS and SARA scores were 41.0 ± 6.7 and 10.6 ± 3.9, respectively. 
There were no differences in the SARA and BBS scores, but the TUG test score improved 
on day 14 (p = 0.002).

Figure 1 depicts the results of the main outcome measures. Mean improvement rates 
for the 10-m walking time (10 mWT) and 6-min walking distance (6 mWD) were 19.0% 
and 29.0%, respectively. Both rates showed considerable variability between individu-
als, and did not correlate with each other (correlation coefficient: 0.340; p = 0.168). The 
improvement rate for the 6  mWD, but not the 10  mWT, significantly correlated with 
the SARA scores (correlation coefficient: 0.626) and BBS scores (correlation coefficient: 
− 0.557) at baseline (Fig. 2).

Figure 3 depicts the values of the gait parameters measured using RehaGait® (HAS-
OMED, Magdeburg, Germany). All gait parameters, except for the SD of stride length 
(Fig.  3b) and duration, improved on day 14. There were statistically significant differ-
ences in stride length (Fig. 3a), cadence (Fig. 3c), ratio of the swing phase (Fig. 3d), and 
maximum flexion angles of the hip (Fig. 3e) and knee (Fig. 3f ) between days 0 and 14.

Discussion
Ataxic gait is characterized by reduced walking speed, cadence, stride length, and swing 
phase, as well as increased variability of stride length and duration, compared to the 
gait of healthy controls [18]. Therefore, it is reasonable to use these gait parameters 

Table 1 Participant characteristics and results of the SARA, BBS, and TUG tests

ADCA autosomal dominant cerebellar ataxia without genetic testing, BBS Berg Balance Scale, IDCA idiopathic cerebellar 
ataxia, MSA-C multiple system atrophy with predominant cerebellar ataxia, SARA  Scale for the Assessment and Rating of 
Ataxia, SCA spinocerebellar ataxia, SD standard deviation, TUG  timed up and go

*Statistically significant difference

No Disease type Age (y)/sex SARA scores BBS scores TUG tests

Day 0 Day 14 Day 0 Day 14 Day 0 Day 14

1 SCA6 45/M 14.0 12.5 30 34 21.4 24.5

2 IDCA 77/M 9.5 7.5 44 53 18.6 11.0

3 MSA-C 65/F 5.0 3.5 51 53 12.6 10.2

4 IDCA 56/F 8.0 8.0 45 45 15.1 13.8

5 ADCA 57/F 7.5 7.0 49 51 6.8 8.3

6 SCA6 51/F 8.0 8.0 39 44 14.5 13.4

7 MSA-C 48/M 13.0 12.0 35 36 28.4 19.0

8 SCA6 61/F 13.5 12.0 35 40 25.1 22.7

9 MSA-C 72/F 13.5 11.5 33 39 26.5 20.6

10 SCA36 57/M 14.5 14.5 45 44 34.1 25.1

11 MSA-C 74/F 10.5 14.0 36 41 16.5 16.4

12 SCA31 72/M 19.5 21.0 34 19 43.1 32.4

13 SCA31 63/M 9.0 8.5 49 52 13.2 11.4

14 SCA2 50/F 11.0 11.0 37 40 14.1 12.3

15 IDCA 69/M 14.0 14.5 42 43 17.8 14.5

16 ADCA 69/F 2.0 2.0 53 54 10.2 8.9

17 ADCA 75/F 9.0 13.0 45 50 18.9 16.1

18 MSA-C 69/F 10.0 9.0 36 37 19.3 17.1

Mean ± SD 10.6 ± 4.0 10.5 ± 4.4 41.0 ± 6.9 43.1 ± 8.7 19.8 ± 8.9* 16.5 ± 6.5*
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to evaluate the efficacy of RAGT for people with ataxia. In the present study, all gait 
parameters, except variability, improved during the 12-day rehabilitation program using 
curara® for people with cerebellar ataxia. The improvements in gait parameters were 
considered to be responsible for the improvement in the 10 mWT and 6 mWD.

We excluded one participant from the analysis due to extreme outlier parameters. The 
improvement rates for 10 mWT and 6 mWD for this participant were lower than − 70%. 
This was an 84-year-old participant (the oldest in this study), with a BBS score of 27 (the 
lowest), SARA score of 17.5 (the second-highest), and 10 mWT of 36.2 s (the slowest) at 
baseline. We believe that this participant was not eligible for RAGT with curara®; how-
ever, she was highly motivated and completed the program with difficulty. There was 
considerable variability in the improvement rates of 10 mWT and 6 mWD among indi-
viduals. The 10 mWT of participants nos. 1 and 5 slightly worsened (14.0 and 7.9 s at 
baseline, respectively; 14.2 and 8.9  s post-intervention, respectively). In particular, the 
10 mWT of participant no. 5 was the shortest, and was nearly equal to that of healthy 

Fig. 1 Results of the main outcome measures. a The improvement rate of the 10-m walking time. b The 
improvement rate of the 6-min walking distance
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controls. Therefore, the improvement rate of 10 mWT of participant no. 5 was relatively 
low. The 6  mWD of participant no. 10 did not improve (223  m at baseline and post-
intervention). We considered the aforementioned slight deterioration or no change to be 
a normal variation, considering the differences in participant characteristics. Therefore, 
we did not exclude these results from the analysis.

We compared our results with those of two other randomized controlled trials [6, 
8] (Table  2). The improvements in the 10  mWT observed in this study were com-
parable to those reported previously (19.0 ± 2.8% and 19.6 ± 4.1%, respectively) for a 
multidisciplinary, intensive, inpatient rehabilitation program of 28 days for Japanese 
people with cerebellar ataxia [6]. The SARA score did not change after the interven-
tion in this study, while Miyai et al. reported a significant improvement in the total 
SARA score and truncal ataxia subscore after 4 weeks (i.e., at the end of the immedi-
ate intervention) [6]. There are several possible reasons for the discrepancy between 
gait parameters and SARA score in our study, as well as for the differences between 
the results of our study and those of Miyai et  al. The rehabilitation program in our 
study exclusively focused on gait training, while that in Miyai et al. aimed to improve 

Fig. 2 Correlation of the SARA (a, c) and BBS (b, d) scores with the main outcome measures. The 
improvement rate of the 6-min walking distance, but not that of the 10-m walking time, correlated with the 
SARA and BBS scores at baseline (day 0). BBS Berg Balance Scale, SARA  Scale for the Assessment and Rating of 
Ataxia
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not only the ataxic gait, but also other ataxic symptoms, including speech disturbance 
and limb ataxia. However, we believe that the daily gait training in our study was 
more intensive compared to that in Miyai et al.

Fig. 3 Distribution of gait parameters obtained by RehaGait®. Circles represent mean values and bars 
represent 95% confidence intervals. In panels d–f, black lines represent the value for the right lower limb 
(R) and gray lines for the left lower limb (L). a Stride length; b coefficient of variation (CV) of stride length; c 
cadence; d ratio of the swing phase; e maximum flexion angle of the hip joint, and f maximum flexion angle 
of the knee joint. *p < 0.05, **p < 0.01, ***p < 0.001

Table 2 Comparison of characteristics of the current study with those of previous studies

The improvement rate was calculated as the difference of values between post‑intervention and pre‑intervention divided 
by the value at pre‑intervention. Each data in the study Miyai et al. were presented as “mean ± standard error”; thus, 
we calculated the standard deviation of each data in the study as follows: standard deviation = square root of sample 
size × standard error

N/A: not available; 10 mWT: 10‑m walking time; SARA: Scale for the Assessment and Rating of Ataxia

Current study (n = 18) Miyai et al. (immediate 
intervention group: n = 21) 
[6]

Bunn et al. 
(therapy 
group: 
n = 6) [8]

Intervention duration (weeks) 2 4 4

Intervention program Robot-assisted gait training Physical/occupational therapy Home-based 
balance 
exercise

Age (years)
Mean ± SD

62.8 ± 10.0 63.5 ± 11.0 60.2 ± 10.5

SARA score baseline
Mean ± SD

10.6 ± 4.0 12.2 ± 3.2 11.8 ± 6.7

Difference in SARA score after the 
intervention
Mean ± SD

− 0.1 ± 1.7 − 2.8 ± 1.8 − 1.8 ± 1.9

Improvement rate of 10 mWT (%)
Mean

19.0 19.6 N/A
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The main outcome measures in this study were the improvement rates for the 10 mWT 
and 6 mWD; however, these parameters did not correlate with each other. The improve-
ment rate for the 6 mWD, but not for the 10 mWT, correlated well with the SARA and 
BBS scores at baseline. Therefore, more severe cerebellar ataxia at baseline may predict a 
better outcome for the 6 mWD by RAGT with curara®. In other words, this may indicate 
a ceiling effect for the improvement in the 6 mWD, which may be because we evaluated 
the rate to determine efficacy, instead of the actual measurement value. Conversely, peo-
ple with severe cerebellar ataxia cannot tolerate RAGT with curara®. Based on our pre-
liminary screening results, we used a cut-off BBS score of 20 or greater as the inclusion 
criteria. However, further studies are required to determine the severity of ataxia that 
would benefit from RAGT with curara®.

The optimal methods and timing of therapist-assisted gait training for degenerative 
cerebellar ataxia are not standardized. Further, the mechanism underlying the temporary 
resolution of ataxic symptoms by intensive rehabilitation is not fully understood. One 
of the advantages of RAGT is that it provides a repetitive training program with cer-
tain assist conditions. As mentioned, extending the range of motion at the hip and knee 
joints and reducing the gait cycle was effective for gait training of people with cerebellar 
ataxia. Curara® can assist gait training under these conditions to stimulate the return to 
normal mobility for each person. Curara® currently does not automatically adjust the 
assist conditions; therefore, doctors or physical therapists are required to adjust the con-
dition based on the gait parameters of the trainee. If techniques are developed for the 
automated assessment and condition adjustment in the future, curara® would be able to 
reduce the burden on doctors and therapists.

In this study, we have not assessed the neuromodulative effects of curara®; however, 
it may enable people with ataxia to perform gait training for a longer period of time by 
reducing gait-associated burden on the body. Therefore, repetitive, well-programmed 
RAGT may be a valid option for gait training for people with cerebellar ataxia.

Study limitations
The major limitation of this study was that it was a single-arm study of 20 participants. 
Therefore, the extent of contribution of curara® to the study results cannot be deter-
mined. We did not use a non-weight-bearing device for gait training with curara®, so 
we exclusively enrolled participants who had the ability to walk for 30 min while wear-
ing curara®. It is reasonable to assume that the ability to walk for 30 min under such a 
condition may itself be important for the favorable results. Further, we did not examine 
how long the effect lasts after RAGT with curara®. To address these issues, we plan to 
perform a randomized case–control study for people with cerebellar ataxia.

Conclusions
Two-week RAGT with curara® and therapist-assisted training have comparable rehabili-
tative effects on gait function. Although the long-term effects after a month of RAGT 
with curara® are unclear, curara® is an effective tool for gait training of people with 
degenerative ataxia. We are enthusiastic to conduct a randomized controlled trial with 
curara® to verify its efficacy for the treatment of degenerative ataxia.
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Methods
Participants and instruments

Twenty individuals (males: 8; females: 12) participated in this study. This study was reg-
istered in the Japan Registry of Clinical Trials (jRCTs032180164). The participants were 
recruited through the registry database. Participants were included if they had a definite 
diagnosis of SCA or possible or probable MSA-C using the second consensus criteria 
[19]; were aged ≥ 20 years; were able to walk ≥ 10 m independently, with or without a 
walker and/or brace; and had a BBS score of ≥ 20. Participants were excluded if they had 
a gait disturbance due to diseases other than SCA or MSA-C; did not fulfill the body-size 
criteria (underweight or obese) to fit into the curara®; or were otherwise inappropriate 
for the study (e.g., patients with severe dementia, psychiatric symptoms, severe spastic-
ity, or leg joint contractures).

One participant had SCA type 2 (SCA2), 4 had SCA6, 3 had SCA31, and 1 had SCA36. 
Three participants had autosomal dominant cerebellar ataxia (without genetic testing), 
3 had idiopathic cerebellar ataxia, and 5 had MSA-C. The mean age of participants at 
entry into the study was 63.5 ± 10.5 years (range: 45–84), BBS score was 40.1 ± 7.1, and 
SARA score was 11.3 ± 4.2.

We used a wearable “curara® type 4” robot in this study (Fig. 4). The curara® type 4 
weighs approximately 5  kg (4 actuator units and the controller box), and has an exo-
skeleton that does not have a direct connection to the hip and knee joints. The basic 
mechanisms of curara® are characterized by a torque-sensing technique and a synchro-
nized-based control system. The actuator units move the hip and knee joints of the user, 
and are able to output a rated torque of about 7 Nm. The actuator consists of a motor 
and a gear; the power output of the motor is about 30 Watt. Curara® type 4 can assist 
both the flexion and extension of hip and knee joints during walking. The movement 

Fig. 4 Appearance of the wearable curara® type 4 model (a) and gait training with curara® (b). a The 
controller box (C) and 4 actuator units (arrow) are indicated. b The participant (P) is accompanied by two 
physical therapists (T1 and T2) during gait training. Therapist T1 guides the participant and operates the 
mobile device to control curara®; T2 prevents the participant from falling
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of joints by actuators directly increases the torques of hip and knee joint, which helps 
the user move their legs and walk forward. We have published the detailed informa-
tion regarding curara® previously [16, 17]. Curara® is considered a pseudo-passive 
device [15] that consists of a streamlined structural design of small actuators and a small 
rechargeable battery.

Measurements

The study duration was 15 days. We evaluated the participants at days 0, 7, and 14. On 
these days, they were instructed to walk 10 m on a flat floor at a comfortable speed 9 
times, while wearing a RehaGait®. We measured the 10  mWT with a stopwatch. We 
collected the following gait parameters using RehaGait®: stride duration and length, 
SD of stride duration and length, cadence, ratio of the stance and swing phases, mini-
mum and maximum knee joint angles, and minimum and maximum hip joint angles. 
We also measured the 6 mWD, SARA, and TUG tests at days 0, 7, and 14. The BBS score 
was evaluated at days 0 and 14. We selected the improvement rates of the 10 mWT and 
6 mWD as the main outcome measures, calculated as the differences in values between 
days 14 and 0 divided by the value on day 0. All measurements mentioned above were 
made without wearing curara®.

Rehabilitation program

All participants were instructed to perform gait training with curara® for 30 ± 5 min/day 
through days 2–6 and days 8–13 (total: 12 days). One or two physical therapists accom-
panied each participant to operate curara® and prevent falls (Fig. 4), but they did not 
provide the participants with any advice or suggestions. The participants also received 
a combination of physical (except gait training), occupational, and speech therapy reha-
bilitation. The maximum rehabilitation time, including gait training with curara®, was 
3 h/day.

We set the synchronization gain, gait cycle, and joint angles as the assist conditions 
of curara®. Among these, synchronization gain was fixed to 0.1 at the hip joint and 
0.3 at the knee joint throughout the rehabilitation period for all participants. The gait 
cycle and joint angles varied between individuals, and they were set according to the 
gait parameters of the fastest gait performance on day 0 or 7. The amplitude of the joint 
angle was set at 140% at the hip joint and 110% at the knee joint. The conditions set on 
day 0 were effective for gait training on days 1–6, and those set on day 7 were effective 
for days 8–13. These parameters were set such that the amount of assistance provided 
by the robot was greater at the hip joint compared to the knee joint, i.e., the device-in-
charge robotic support was more influential at the hip joint compared to the knee joint. 
With these assist conditions, curara® supported the participants to reproduce their best 
gait performance during gait training.

Statistical analysis

The differences in the SARA score, BBS score, and TUG test scores between days 0 and 14 
were analyzed using a paired t-test. The differences in gait parameters obtained with Reha-
Gait® were analyzed using a generalized linear mixed model with Bonferroni’s correction. 
In the model, the day of measurement was set as the fixed effect, and subject factors and the 
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number of measurements on the same day of measurement were set as random effects. All 
statistical analyses were performed using SPSS Statistics software (version 24 for Windows; 
IBM Corp., Armonk, NY, USA). The level of significance was set at p-value < 0.05.
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Acknowledgements
The authors wish to thank all the study participants. The authors thank Mr. Masaki Yoshie (Kissei Comtec Co., Ltd.), Mrs. 
Nobuko Mochizuki (EP-SOGO Co., Ltd.) and Mrs. Shizue Takeuchi (Faculty of Textile Science and Technology, Shinshu 
University) for their technical advice and support. They further thank Mr. Takashi Igarashi, Mr. Satoshi Hokari, Mrs. Yoshiko 
Takagi (Center for Clinical Research, Shinshu University Hospital) for their support on clinical trials, Mrs. Yuka Suzuki, 
Mr. Koji Ikeda, Mr. Koji Yamada, Mr. Yuki Otsuka, and Mr. Toshiki Fukasawa [Clinical Research, Innovation and Education 
Center, Tohoku University Hospital (CRIETO)] for their helpful discussions on the clinical trials and development strategy 
for  curara®.

Authors’ contributions
AM, MH, and KY conceived the study. AM, YM, NM, MT, MH, and KY contributed to the study design. NM, MT, and MH 
developed a wearable “curara® robot”. YM maintained “curara®” during the clinical trials. AM, YM, and KY contributed to 
the data collection. AM performed statistical analysis. AK, YM, and KY interpreted the data. AK and KY drafted the manu-
script. AM, YM, NM, MT, MH, and KY revised the final manuscript. All authors read and approved the final manuscript.

Funding
This study was supported by Japan Agency for Medical Research and Development (AMED) under Grant Number 
JP17hk0102048-19hk0102048.

Availability of data and materials
The datasets used and/or analyzed during the current study are available from the corresponding author on reasonable 
request.

Declarations

Ethics approval and consent to participate
Study procedures were approved by the Ethics Committee of Shinshu University School of Medicine (No. 3999), and 
registered in Japan Registry of Clinical Trials (No. 032180164: https:// jrct. niph. go. jp/ en- latest- detail/ jRCTs 03218 0164) on 
Feb. 27, 2019. All the participants were provided with all necessary information about the study, and gave us written 
informed consent before the clinical trials. All aspects of the study conformed to the principles described in the Declara-
tion of Helsinki.

Consent for publication
Not applicable.

Competing interests
Dr. Matsushima, Mr. Maruyama and Mr. Tetsuya have no competing interests. Dr. Mizukami is funded by Japan Society for 
the Promotion of Science (Grant-in-Aid for Young Scientists). Dr. Hashimoto is funded by Japan Society for the Promotion 
of Science grants [Grant-in-Aid for Scientific Research (C) and Challenging Research (Exploratory)], was funded by Japan 
Society for the Promotion of Science grants [Grant-in-Aid for Scientific Research (B)], Tokyo Metropolitan Industrial Tech-
nology Research Institute grants (Robot industry activation business), and AMED grants (Robot care equipment develop-
ment and standardization business). Dr. Yoshida is funded by Health and Labour Sciences Research Grants (Research 
Committee of the Ataxia, Research on Policy Planning and Evaluation for Rare and Intractable Diseases, The Ministry of 
Health, Labour, and Welfare, Japan).

Author details
1 Department of Neurology, JA Nagano Koseiren Kakeyu-Misayama Rehabilitation Center Kakeyu Hospital, Ueda, Japan. 
2 Department of Rehabilitation, JA Nagano Koseiren Kakeyu-Misayama Rehabilitation Center Kakeyu Hospital, Ueda, 
Japan. 3 Department of Information Technology, International Professional University of Technology in Tokyo, Tokyo, 
Japan. 4 AssistMotion Inc., Ueda, Japan. 5 Faculty of Textile Science and Technology, Shinshu University, Ueda, Japan. 6 Divi-
sion of Neurogenetics, Department of Brain Disease Research, Shinshu University School of Medicine, Matsumoto, Japan. 

Received: 8 June 2021   Accepted: 28 August 2021

References
 1. Manto M, Gandini J, Feil K, Strupp M. Cerebellar ataxias: an update. Curr Opin Neurol. 2020;33(1):150–60. https:// doi. 

org/ 10. 1097/ WCO. 00000 00000 000774.

https://jrct.niph.go.jp/en-latest-detail/jRCTs032180164
https://doi.org/10.1097/WCO.0000000000000774
https://doi.org/10.1097/WCO.0000000000000774


Page 11 of 11Matsushima et al. BioMed Eng OnLine           (2021) 20:90  

 2. Ilg W, Bastian AJ, Boesch S, Burciu RG, Celnik P, Claaßen J, et al. Consensus paper: management of degenerative 
cerebellar disorders. Cerebellum. 2014;13(2):248–68. https:// doi. org/ 10. 1007/ s12311- 013- 0531-6.

 3. Milne SC, Corben LA, Georgiou-Karistianis N, Delatycki MB, Yiu EM. Rehabilitation for individuals with genetic degen-
erative ataxia: a systematic review. Neurorehabil Neural Repair. 2017;31(7):609–22. https:// doi. org/ 10. 1177/ 15459 
68317 712469.

 4. Zesiewicz TA, Wilmot G, Kuo SH, et al. Comprehensive systematic review summary: treatment of cerebellar motor 
dysfunction and ataxia: report of the guideline development, dissemination, and implementation subcommittee 
of the American Academy of Neurology. Neurology. 2018;90(10):464–71. https:// doi. org/ 10. 1212/ WNL. 00000 00000 
005055.

 5. Ilg W, Synofzik M, Brötz D, Burkard S, Giese MA, Schöls L. Intensive coordinative training improves motor perfor-
mance in degenerative cerebellar disease. Neurology. 2009;73:1823–30. https:// doi. org/ 10. 1212/ WNL. 0b013 e3181 
c33adf.

 6. Miyai I, Ito M, Hattori N, Mihara M, Hatakenaka M, Yagura H, et al. Cerebellar ataxia rehabilitation trial in degenerative 
cerebellar diseases. Neurorehabil Neural Repair. 2012;26(5):515–22. https:// doi. org/ 10. 1177/ 15459 68311 425918.

 7. Chang YJ, Chou CC, Huang WT, Lu CS, Wong AM, Hsu MJ. Cycling regimen induces spinal circuitry plastic-
ity and improves leg muscle coordination in individuals with spinocerebellar ataxia. Arch Phys Med Rehabil. 
2015;96(6):1006–13. https:// doi. org/ 10. 1016/j. apmr. 2015. 01. 021.

 8. Bunn LM, Marsden JF, Giunti P, Day BL. Training balance with opto-kinetic stimuli in the home: a randomized con-
trolled feasibility study in people with pure cerebellar disease. Clin Rehabil. 2015;29(2):143–53. https:// doi. org/ 10. 
1177/ 02692 15514 539336.

 9. Ammann-Reiffer C, Bastiaenen CH, Meyer-Heim AD, van Hedel HJ. Effectiveness of robot-assisted gait train-
ing in children with cerebral palsy: a bicenter, pragmatic, randomized, cross-over trial (PeLoGAIT). BMC Pediatr. 
2017;17(1):64. https:// doi. org/ 10. 1186/ s12887- 017- 0815-y.

 10. Nam KY, Kim HJ, Kwon BS, Park JW, Lee HJ, Yoo A, et al. Robot-assisted gait training (Lokomat) improves walking 
function and activity in people with spinal cord injury: a systematic review. J Neuroeng Rehabil. 2017;14(1):24. 
https:// doi. org/ 10. 1186/ s12984- 017- 0232-3.

 11. Belas Dos Santos M, Barros de Oliveira C, Dos Santos A, Garabello Pires C, Dylewski V, Arida RM, et al. A comparative 
study of conventional physiotherapy versus robot-assisted gait training associated to physiotherapy in individuals 
with ataxia after stroke. Behav Neurol. 2018. https:// doi. org/ 10. 1155/ 2018/ 28920 65.

 12. Tomida K, Sonoda S, Hirano S, Suzuki A, Tanino G, Kawakami K, et al. Randomized controlled trial of gait training 
using gait exercise assist robot (GEAR) in stroke patients with hemiplegia. J Stroke Cerebrovasc Dis. 2019;28(9):2421–
8. https:// doi. org/ 10. 1016/j. jstro kecer ebrov asdis. 2019. 06. 030.

 13. Capecci M, Pournajaf S, Galafate D, Sale P, Le Pera D, Goffredo M, et al. Clinical effects of robot-assisted gait training 
and treadmill training for Parkinson’s disease. A randomized controlled trial. Ann Phys Rehabil Med. 2019;62(5):303–
12. https:// doi. org/ 10. 1016/j. rehab. 2019. 06. 016.

 14. Kim HY, Shin JH, Yang SP, Shin MA, Lee SH, Kim HY, et al. Robot-assisted gait training for balance and lower extremity 
function in patients with infratentorial stroke: a single-blinded randomized controlled trial. J Neuroeng Rehabil. 
2019;16(1):99. https:// doi. org/ 10. 1186/ s12984- 019- 0553-5.

 15. Sawicki GS, Beck ON, Kang I, Young AJ. The exoskeleton expansion: improving walking and running economy. J 
Neuroeng Rehabil. 2020;17:25. https:// doi. org/ 10. 1186/ s12984- 020- 00663-9.

 16. Tsukahara A, Yoshida K, Matsushima A, Ajima K, Kuroda C, Mizukami N, et al. Effects of gait support in patients 
with spinocerebellar degeneration by a wearable robot based on synchronization control. J NeuroEng Rehabil. 
2018;15:84. https:// doi. org/ 10. 1186/ s12984- 018- 0425-4.

 17. Mizukami N, Takeuchi S, Tetsuya M, Tsukahara A, Hashimoto M, Yoshida K, et al. Effect of the synchronization-based 
control of a wearable robot having a non-exoskeletal structure on the hemiplegic gait of stroke patients. IEEE Trans 
Neural Syst Rehabil Eng. 2018;26(5):1011–6. https:// doi. org/ 10. 1109/ TNSRE. 2018. 28176 47.

 18. Buckley E, Mazzà C, McNeill A. A systematic review of the gait characteristics associated with cerebellar ataxia. Gait 
Posture. 2018;60:154–63. https:// doi. org/ 10. 1016/j. gaitp ost. 2017. 11. 024.

 19. Gilman S, Wenning GK, Low PA, Brooks DJ, Mathias CJ, Trojanowski JQ, et al. Second consensus statement on the 
diagnosis of multiple system atrophy. Neurology. 2008;71:670–6. https:// doi. org/ 10. 1212/ 01. wnl. 00003 24625. 00404. 
15.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in published maps and institutional affiliations.

https://doi.org/10.1007/s12311-013-0531-6
https://doi.org/10.1177/1545968317712469
https://doi.org/10.1177/1545968317712469
https://doi.org/10.1212/WNL.0000000000005055
https://doi.org/10.1212/WNL.0000000000005055
https://doi.org/10.1212/WNL.0b013e3181c33adf
https://doi.org/10.1212/WNL.0b013e3181c33adf
https://doi.org/10.1177/1545968311425918
https://doi.org/10.1016/j.apmr.2015.01.021
https://doi.org/10.1177/0269215514539336
https://doi.org/10.1177/0269215514539336
https://doi.org/10.1186/s12887-017-0815-y
https://doi.org/10.1186/s12984-017-0232-3
https://doi.org/10.1155/2018/2892065
https://doi.org/10.1016/j.jstrokecerebrovasdis.2019.06.030
https://doi.org/10.1016/j.rehab.2019.06.016
https://doi.org/10.1186/s12984-019-0553-5
https://doi.org/10.1186/s12984-020-00663-9
https://doi.org/10.1186/s12984-018-0425-4
https://doi.org/10.1109/TNSRE.2018.2817647
https://doi.org/10.1016/j.gaitpost.2017.11.024
https://doi.org/10.1212/01.wnl.0000324625.00404.15
https://doi.org/10.1212/01.wnl.0000324625.00404.15

	Gait training with a wearable curara® robot for cerebellar ataxia: a single-arm study
	Abstract 
	Background: 
	Methods: 
	Results: 
	Conclusions: 

	Background
	Results
	Discussion
	Study limitations
	Conclusions
	Methods
	Participants and instruments
	Measurements
	Rehabilitation program
	Statistical analysis

	Acknowledgements
	References




